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Only do steps 14-18 if your wallstand has an optional bucky.

18 Cut cable ties (1 in Figure 5-10).

19 Disconnect wires from bucky terminal (2).

Figure 5-10. Bucky Terminal Connection

20 Unscrew bucky right side screw (1 in Figure 5-11).

Figure 5-11. Bucky Right Side Screw
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21 Unscrew bucky left side screw (1 in Figure 5-12).

Figure 5-12. Bucky Right Side Screw

22 Unscrew bucky top screws (1 in Figure 5-13) and remove bucky (2).

Figure 5-13. Bucky Top Screws
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23 Loosen the two screws (1 in Figure 5-14) holding the brake cable (2). 
Give the brake cable slack allowing pressing it 1/8” as shown below.

Figure 5-14. Conduit Box 

24 Retighten the two screws that holds the brake cable.

25 Reverse steps to reassemble the casette holder.
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